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 1. Turn both keys anti-clockwise into the ‘standby’ position.

Switch o� both the controller boxes
(the large button on the left)
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Turn o� the lasers: 

�

Check the  booking calendar. Are you the last user?

Turn o� the microscope keypad.
The On/O� button is on the BACK.
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dunn school
bioimaging facility FV1000 Olympus

Turn ON

dunn school
bioimaging facility FV3000 Olympus

Turn OFF

 1. Remove your sample from the microscope. 
 2. Clean the objective lens using lens cleaning tissue.
 3. Close software.
 4. Switch o� the �uorescence LED.
   (Press the On/O� button leave the other 
                  buttons unchanged)
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