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i < F\/3000 Olympus

Turn ON

Switch on the controller boxes.
(the large buttons on the left)

Turn on lasers

Turn both KEYs clockwise to the on position.

Turn on the microscope keypad.
The On/O button is on the BACK.
It's crucial to do this before starting the software.

Turn on the uorescence LEDs.
‘ Press the On/O button.

(leave the other buttons unchanged).



